Abstract A 28-year-old woman underwent a pylorus preserving Whipple procedure for pancreatic serous cystadenoma located on the head of the pancreas. During the operation, an internal stent (7F silastic catheter, 9 cm in length) was placed within the pancreatic duct in the area of pancreaticojejunal end-to-end Dunking type anastomosis to prevent development of fistula. The stent was positioned so that one third of its length would lie into the pancreatic duct, and it was anchored to the periductal pancreatic tissue with only one rapidly absorbable chromic suture. Leakage from the anastomosis was not observed, and she was discharged without any complaint. Early postoperative abdominal CT examination revealed that the stent was retained within the normal caliber pancreatic duct (Fig. 1a) . Six months after the operation, she began to complain to epigastric pain triggered by the meals. The laboratory analysis was normal, particularly liver biochemical tests and serum amylase. The internal pancreatic stent within the dilated pancreatic duct was detected by an additional CT examination (Fig. 1b) . The stent was removed endoscopically at the third attempt. The pain was resolved after its removal. Control CT examination which was taken at the 18th month after removal of the stent showed dilatation of the pancreatic duct (Fig. 2a) . The patient remained free of any complaint, although regressed pancreatic duct dilatation has persisted over 4 years of follow-up (Fig. 2b) .
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Discussion
Pancreatic stents, either internal or external, are believed to be important to protect anastomosis and prevent pancreatic fistula formation [1, 2] . However, there were many conflicting results with regard to the efficiency of these stents to prevent fistula formation [1] [2] [3] [4] . Besides uncertainty about optimal duration of these stents, it is thought that long-term use is of no benefit and potentially harmful. To prevent premature removal, they are usually secured with a single, absorbable suture to the pancreas. Internal stents are also presumed to pass spontaneously, and no measures are taken to ensure passage [2] . However, this assumption does not always hold true, as exemplified by our patient. In the present case, the stent was retained within the pancreatic duct without any migration proximally or distally, although it was secured by a single such suture (Figs. 1 and 2 ).
There are some specific complications in relation with the use of internal stents during pancreaticoduodenectomy procedures, including occlusion, migration, and morphologic abnormalities of the pancreatic duct [2, 4] . Pancreatic stent occlusion is an expected occurrence that develops as a result of several mechanisms, including protein deposition, calcium carbonate crystal formation, accumulation of necrotic cells, and bacterial colonization on the inner surface of the stent [2] . These stents also induce inflammation, fibrosis, ductal and parenchymal changes of chronic pancreatitis in animal models. Therefore, stent occlusion may lead to chronic or episodic pain, acute pancreatitis, or chronic pancreatitis with pancreatic insufficiency [2] . There is also paucity of data regarding reversibility of these changes after stent removal. In our case, there is still some amount of ductal dilatation besides the removal of the stent after 4 years of follow-up. Although the patient is free of any complaint, we observe persistence of dilatation of the pancreatic duct with unknown long-term sequelae.
Due to lack of strong evidence for insertion of such pancreatic stents to prevent pancreatic fistula formation and possibility of such long-term complications, greater vigilance should be exercised to use and retain pancreatic stents. Fig. 1 a Curved multiplanar reconstruction CT image of the pancreas taken just after the operation shows that the stent (asterisk) is positioned in the normal caliber pancreatic duct (arrows). b Curved multiplanar reconstruction CT image of the pancreas taken after beginning of the abdominal pain shows that the stent (asterisk) is still in the dilated pancreatic duct (arrows) Fig. 2 a Curved multiplanar reconstruction CT image of the pancreas taken after removal of the stent shows persistence of dilatation of the pancreatic duct (arrow). b Axial T2 weighted MR image shows that dilatation of the pancreatic duct arrow is still present after 4 years, although it is regressed
